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Analyte Z-Score Data

Quality

Consensus

Value

Result

Submitted

g/100g g/100g

SiO2 -0.01 2 73.50 73.49

TiO2 -0.08 2 0.2098 0.209

Al2O3 0.05 2 13.47 13.49

Fe2O3T 0 2 1.960 1.96

MnO 0 2 0.05000 0.05

MgO -0.58 2 0.3700 0.36

CaO -0.25 2 1.000 0.99

Na2O -0.23 2 3.828 3.8

K2O -0.73 2 4.800 4.69

P2O5 - 0.06000
mg/kg mg/kg

As - 2.120

Ba -0.49 2 343.6 332.4

Be - 5.000

Bi - 0.1602

C(tot) - 862.0

Cd - 0.02600

Ce - 70.00

Co - 2.109

Cr -0.54 2 545.0 526.9

Cs - 8.069

Cu - 2.494

Dy - 4.752

Er - 2.975

Eu - 0.5998

Ga - 17.60

Gd - 4.514

Ge - 1.670

Hf - 5.262

Analyte Z-Score Data

Quality

Consensus

Value

Result

Submitted

mg/kg mg/kg

Ho - 0.9720

In - 0.03300

La - 36.24

Li - 56.41

Lu - 0.4755

Mo - 1.641

Nb -0.27 2 22.60 22

Nd - 26.64

Ni - 8.930

Pb -0.63 2 31.90 30

Pr - 7.795

Rb 0.01 2 255.2 255.3

Sb - 0.09500

Sc - 4.987

Sm - 5.241

Sn - 5.620

Sr 0.14 2 135.5 137

Ta - 1.802

Tb - 0.7374

Th - 35.10

Tl - 1.520

Tm - 0.4500

U - 12.40

V - 13.16

W - 3.900

Y 0.25 2 29.69 30.4

Yb - 3.042

Zn 0.64 2 31.76 33.7

Zr -0.19 2 142.2 140.1

The principles upon which GeoPT z-scores are based are detailed in the full report for this round 

 - indicates result within acceptable range of z-score limits |z| < 2 

 - indicates result outside z-score limits |z| > 2 but within the z-score limits |z| < or = 3 

 - indicates result outside z-score limits |z| > 3 and likely to require investigation 

Consensus values are assigned values unless otherwise indicated

Shaded Consensus values have provisional status 

                          Peter Webb - Administrator of GeoPT on behalf of the International Association of Geoanalysts 


